Modular cryostat for ion trapping with surface-electrode ion traps 
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We present a simple cryostat purpose built for use with surface-electrode ion traps, designed around an 
affordable, large cooling power commercial pulse tube refrigerator. A modular vacuum enclosure with a single 
vacuum space facilitates interior access, and enables rapid turnaround and flexibility for future modiflcations. 
Long rectangular windows provide nearly 360 degrees of optical access in the plane of the ion trap, while a 
circular bottom window near the trap enables NA 0.4 light collection without the need for in-vacuum optics. 
We evaluate the system's mechanical and thermal characteristics, and we quantify ion trapping performance 
by trapping ^^Ca+, finding small stray electric fields, long ion lifetimes, and low ion heating rates. 



PACS numbers: 37.10.Ty 

I. INTRODUCTION 

Trapped atomic and molecular ions represent a promis- 
ing system for quantum information processing,^ ^ while 
also offering opportunities for metrolog}'^ and precision 
measurement.'^ Recent advances have led to smaller 
trap footprints as researchers pursue trap designs and 
fabrication technologies that can hold larger numbers of 
ions. Particularly noteworthy in this regard is the intro- 
duction of the surface-electrode ion trap.^^^ This geom- 
etry is well suited to miniaturization and microfabrica- 
tion as all of the trap electrodes are located in a single 
plane. Unfortunately, planarizing the trap comes at the 
cost of reduced trapping pseudopotential depth, making 
surface-electrode traps susceptible to ion loss or reorder- 
ing of ion chains due to collisions with background gas. 
Furthermore, small ion-electrode distances in miniatur- 
ized traps contribute to rapid anomalous heating of the 
trapped ions,^^ reducing gate fidelites and limiting co- 
herence times. 

Placing a surface-electrode trap in a cryogenic envi- 
ronment can significantly mitigate these drawbacks. Ion 
lifetimes are increased due to improved vacuum and re- 
duced collision energies, while Johnson noise and anoma- 
lous heating are both suppressed. Furthermore, re- 
duced outgassing at cryogenic temperatures permits the 
use of a wide range of materials not appropriate for use in 
room temperature ultra-high vacuum (UHV) chambers. 
Cryogenic environments may also facilitate coupling of 
trapped ion systems to other quantum architectures, for 
example via superconducting striplines.^^ 

Despite these advantages, only a handful of low tem- 
perature radio frequency (RF) Paul trapping systems 
have been built, in part because antithetical design 
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considerations make most off-the-shelf cryostats poorly 
suited to ion trapping. Liquid helium based systems^^^^ 
are expensive and impractical to operate due to the large 
heat loads contributed by oven-based ion sources, the 
multitude of electrical connections required for trap con- 
trol, a nd th e radio frequency trap drive. Closed-cycle 
system^^mHI' eliminate cryogen use but have required 
expensive helium gas heat exchangers to reduce vibration 
to a level appropriate for high-fidelity gate operations 
and high-resolution imaging. Finally, laser cooling and 
trapped ion fiuorescence collection require optical access 
from many directions and over large solid angles, compli- 
cating radiation shielding of the interior of any cryostat. 

In this work we present a compact cryostat that ad- 
dresses these confiicting requirements. The cryostat uti- 
lizes a standard commercial cryocooler and a simple vi- 
bration isolation assembly, providing increased cooling 
power at reduced cost relative to helium heat exchang- 
ers. The vacuum enclosure and 50 K radiation shield 
are highly modular, facilitating rapid turnaround (<24 
hours from breaking vacuum to retrapping ions) while 
adding fiexibility for future modifications to incorporate 
new trap designs or to change laser access. We demon- 
strate that excellent vacuum can be achieved without any 
4 K enclosure by differentially pumping the interior of the 
50 K shield with charcoal getters. By eliminating this ex- 
tra layer of shielding we improve laser access in the trap 
plane and enable fiuorescence collection over a large solid 
angle (NA 0.4) without requring in-vacuum optics. 

II. EXPERIMENTAL APPARATUS 

The core of the experimental apparatus is a pulse- 
tube cryocooler (Cryomech PT407; Fig. [l^). This two- 
stage cryocooler is specified to provide 0.6 (22) W of 
cooling power at 4.2 (55) K and achieves a base tem- 
perature of 2.8 K with no applied heat load. We use 
the reduced vibration model of the PT407, for which 
the cold-head motor and helium reservoirs are mechani- 
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FIG. 1. (a) The Cryomech PT407 cryocooler, with low vibra- 
tion stage (remote motor and heUum reservoirs not shown). 
Ion traps are anchored to the low- vibration stage, which is 
thermally linked to the 4 K second stage of the cryocooler. 
(b) The cryostat (with side panels removed) and superstruc- 
ture. 



cally isolated by flexible gas lines. The cold-head is at- 
tached to an aluminum mounting plate which sits on a 
rigid superstructure made of extruded aluminium fram- 
ing pieces (Fig.[l]3). During operation the mounting plate 
is rigidly attached to the superstructure; however, four 
100 kg capacity screwjacks (Joyce-Dayton WJ250) allow 
the mounting plate and cold-head to be raised by up to 
30 cm to provide access to the sample stage during trap 
installation. 
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FIG. 2. Section view of the cryostat including the cold-head, 
vacuum enclosure, radiation shield, and trap. 



A. Vacuum Enclosure 



Nearly all surfaces become effective cryopumps when 
cooled to cryogenic temperatures. Cryopumping may be 
enhanced by incorporating large surface area adsorbents 
(getters of activated charcoal, zeolites, or metal sinters), 
leading to pumping speeds orders of magnitude larger 
than those achieveable in room temperature vacuum sys- 
tems. As out gassing is also negligible at low tempera- 
tures, differential pumping is adequate to achieve excep- 
tional vacuum inside a cryostat even while relaxing the 
requirements on the vacuum enclosure. 

With this in mind, our outer vacuum can (OVC) is 
designed to emphasize modularity, ease-of- assembly, and 
optical access. In lieu of the stainless st eel ConF lat (CF) 
components used in some other systems the OVC 
is aluminum with viton 0-ring seals. This simplifies ma- 
chining, reduces weight, and eliminates magnetic materi- 
als. The enclosure is composed of three sections (Fig. [2|, 
each made from a length of extruded 20 x 20 cm square 
tubing with a 1.25 cm wall thickness (Metals Depot 
T38812). This square extrusion allows for more tightly- 
packed feedthroughs and larger windows than would be 
possible with a cylindrical geometry. To simplify con- 
struction, vacuum seals are formed via 0-ring grooves 
cut directly into the end face of each section of extru- 



sion, eliminating the need for any vacuum-tight welds. 
Flanges welded to the outside of each section at the top 
and bottom accomodate bolts for assembly. 

The top section of the enclosure forms a short collar 
containing electrical and vacuum feedthroughs, while the 
bottom and middle sections may be removed to provide 
access to the ion trap and the region between the cry- 
ocooler stages, respectively. Interfaces between the sec- 
tions are approximately matched to the heights of the 
first and second stages of the cryocooler, allowing piece- 
wise disassembly to access critical components without 
ever breaking electrical connections routed from the up- 
per feedthrough collar. The design also incorporates 
removable side panels on all blank faces of the OVC. 
These panels afford rapid entry to the vacuum space and 
also increase modularity; a single panel may be changed 
or replaced (for example, to add additional electrical 
feedthroughs) without modifying other parts. Three such 
panels are mounted on the upper OVC, while the fourth 
(fixed) face contains electrical feedthroughs. Four large 
panels on the middle OVC open to the remainder of the 
vacuum space. 
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B. Radiation Shield and Differential Pumping 

Within the vacuum enclosure a radiation shield made 
of 3 mm thick copper (OFHC, alloy 10100) is suspended 
from the aluminum mounting plate by four threaded G- 
10 rods. This layer is thermally anchored to the first 
stage of the cryocooler, reaching a temperature of 50 K 
when cold. As with the vacuum enclosure, the heat shield 
is modular, consisting of side panels mounted to corner 
posts. Sub-panels on the front and back of the radiation 
shield are matched to the side ports of the middle OVC 
to further simplify interior access. 

In addition to reducing the blackbody heat load, the 
radiation shield impedes gas flow between the room tem- 
perature vacuum enclosure and the cold interior, allowing 
the interior to be differentially cryopumped to ultra-high 
vacuum. To increase pumping speed we utilize two get- 
ters inside the shield - one anchored to the shield itself, 
and a second on the 4 K stage of the cryocooler. Both are 
made from activated charcoal (Calgon Carbon) epoxied 
to copper plates via Stycast 2850FT epoxy. Nichrome 
resistive heaters attached to each sorb may be used to 
speed the desorption of water during initial room tem- 
perature pumpout or to regenerate the getters when the 
system is cold. 

C. Vibration Isolation 

Despite the fact that all of the cryocooler's mov- 
ing parts are mechanically divorced from the cold-head, 
residual vibration of the low temperature components re- 
mains due to the periodic motion of pressurized helium in 
the thin-walled stainless steel pulse tubes, as well as their 
differential thermal contraction. To reduce the motion of 
the ion trap, the trap is mechanically isolated from the 
4 K stage of the cryocooler by mounting it to an auxil- 
iary sample stage (Fig. [T]). This stage is formed from a 
copper mounting plate that is mechanically anchored to 
the stainless steel room temperature flange of the cold- 
head via three G-10 rods, thus rigidly attaching it to the 
stiff aluminum mounting plate and superstructure. The 
GIO rods are thermally anchored to the cryocooler's first 
stage by flexible copper braids, while six stacked copper 
foil bridges anchor the copper plate to the 4 K stage. A 
massive (~ 5 kg) cylindrical copper block (OFHC, alloy 
10100) is anchored to the copper mounting plate. This 
block may be modified or replaced to incorporate differ- 
ent trap designs; its large size increases the thermal mass 
of the system to dampen temperature fluctuations while 
also reducing the amplitude of any remaining vibration. 

D. Optical Access 

Five windows located on the lower OVC provide optical 
access to the ion trap. Large rectangular windows (Esco 
Products) on the side faces of the OVC allow lasers to be 




FIG. 3. Cross- sections showing optical access to the trap, (a) 
Side view, (b) Bottom view, with typical laser paths indi- 
cated. 



aligned across the trap's surface. Such rectangular win- 
dows permit laser entry from almost any direction in the 
trap plane, offering greater flexibility for laser alignment 
than commodity components such as CF flanged spheri- 
cal octagons. A set of windows at 50 K matched to those 
on the OVC let light through the radiation shield. We 
use two windows on each panel of the shield, sandwiched 
against the inside and outside faces (Fig. [2|, allowing 
the outer window to thermally shield the inner one. The 
large aspect ratio of the windows is particularly advanta- 
geous, providing wide-angle laser access while maintain- 
ing a small distance between the windows' centers and 
their heat-sunk perimeter. To ensure access along key 
diagonal beam paths (which would otherwise be blocked 
by the corners of the square OVC), the trap is shifted 
off-center in the cryostat (Fig. [S^i). All side windows are 
W anti-reflection coated at 400 and 800 nm, reducing re- 
flection to < 1% per face at all laser wavelengths. An 
optical breadboard mounted to the extruded aluminum 
superstructure holds optics for aligning lasers across the 
trap. 



Ion fluorescence is collected through an additional 
stack of circular windows located directly underneath the 
ion trap, V-coated at 397 nm for detection of Ca+ flu- 
orescence. The 300 K window (6.25 cm clear aperture) 
is recessed into the OVC bottom plate to mimimize the 
distance between room temperature light collection op- 
tics and the ion trap, allowing for light collection over a 
large solid angle of nearly 2 sr (Fig. jsj)). As such, ef- 
ficient fluorescence collection is feasible without the use 
of in-vacuum optics. We use a home-built NA 0.4 lens, 
collecting ~ 4% of the ions' fluorescence. The lens is at- 
tached to the OVC bottom via a 2-axis translation stage 
(OWIS KT150), so that the optical axis of the imaging 
system can be carefully aligned to the trapped ions to 
eliminate vignetting and minimize coma. The focus is 
separately controlled by adjusting the camera position 
along the optical axis. 
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FIG. 4. The trap socket (with trap installed) and fan-out PCB 
used to couple DC and RF voltages to the trap electrodes. 



E. Electrical Components and Connections 

The cryostat is outfitted to accept traps affixed to com- 
mercial 100-pin ceramic-pin-grid-array (CPGA) chip car- 
riers, standardizing the installation of traps with vary- 
ing electrode layouts. Carriers are mounted in a 100-pin 
socket soldered to a fan-out PCB (Fig. [4| made of FR-4 
laminate, with each pin filtered by a 33 nF capacitor 
to ground. The capacitors are made of NPO ceramic 
and show a negligible temperature dependence during 
cooldown to 4 K. One pin in each quadrant is grounded 
at the socket, while the remaining twenty-four pins are 
routed to a shrouded rectangular header on the perimeter 
of the PCB. These headers are fed via wiring from 24- 
pin 0-ring sealed electrical feedthroughs (Fischer DBPE 
105 A093-89) in the upper OVC. 36 AWG quad- twist 
phosphor-bronze wire (Lakeshore WQT-36), heat sunk 
to the cryocooler's first stage, carries DC voltages to a 
secondary heat sink at 4 K. Here the wiring transitions 
to 32 AWG copper, allowing the DC connections to help 
heat sink the CPGA and individual trap electrodes. Two 
additional 24-pin feedthroughs provide wiring for ther- 
mometers (Lakeshore DT-670B1-CU), heaters, the neu- 
tral atom oven source, and any future electrical acces- 
sories. 

The upper OVC also features four SMA feedthroughs 
(Pasternack PE9184) for introducing RF signals. Low 
thermal conductivity stainless steel coaxial cables 
(Lakeshore CC-SS) carry signals to panel- mount bulk- 
head SMA connectors attached to the radiation shield, 
heat sinking the cables at 50 K. Signals continue from this 
point via stranded copper coaxial cable (Lakeshore CC- 
SC). Two lines connect to the trap's RF electrodes via 
a compact inductively-coupled helical resonator .1221 One 
line feeds the RF drive voltage, while the second is an 
optional DC bias voltage (usually grounded). The res- 
onator is constructed from a 2.65" length of 2" copper 
pipe (alloy 12200), designed for a resonant frequency of 



approximately 50 MHz when loaded by the PCB, socket, 
and trap, with quality factors of 80 (315) at 300 (4) K, 
respectively. One of the remaining two RF lines is con- 
nected to an antenna used to monitor applied RF volt- 
ages, and the second to a copper ground screen mounted 
over the trap that shields stray electric fields and can be 
driven for secular mode frequency measurements. 



Oven 



Ion traps are commonly loaded by photoionizing atoms 
from a flux of neutrals sourced by a resistively heated 
oven. Depending on the species this can require tem- 
peratures well in excess of 1000 K, thus ovens impose 
a significant thermal load (typically several watts) when 
energized. Other methods, such as laser ablatioiP^ or 
transfer from a magneto-optical trap (MOT), ^ offer al- 
ternatives with lower heat loads more appropriate for a 
cryogenic environment. However, laser ablation requires 
an additional pulsed laser and lacks the species-selectivity 
of photoionization unless used carefully in a regime of 
low pulse energy, and for many experiments the effi- 
cient trap loading offered by a MOT does not merit the 
increase in experimental complexity. Fortunately, suit- 
able thermal shielding and heat sinking can mitigate the 
degree to which an oven source heats the ion trap, mak- 
ing ovens a viable option in cryocooler-based systems for 
which there is no concern over liquid helium boiloff. 

Our oven is designed for use with backside-loaded ion 
traps, and thus is situated behind the trap mounting 
socket. This puts the oven above the trap, so we use 
a two-stage design^^ (Fig. [5) to minimize the chance of 
oxide and dust falling from the oven onto the trap below. 
In this design, a first stage reservoir of calcium metal is 
resistively heated, producing a flux directed away from 
the trap. A second stage reflector, also resistively heated, 
redirects this flux towards the trap loading slot. The 
source is made from stainless steel (SS) capillary tube 
(125 /im wall thickness, 3 mm OD), filled with calcium 
metal and crimped/spot- welded on each end to short 
lengths of 125 jam diameter SS wire. A small slit cut 
circumferentially allows neutral flux to escape towards 
the reflector - a small square of 50 /im thick SS foil spot 
welded to SS leads. Both oven stages are anchored to 
ceramic posts inside a SS sheet metal box which shields 
emitted blackbody radiation and helps with differential 
pumping. This box is mounted to a subpanel on the 
copper radiation shield, dissipating the heat load to the 
cryocooler's first stage while minimally heating the ion 
trap. This panel may be easily removed and the oven 
stored elsewhere to minimize oxidation of the calcium 
metal when the cryostat is opened. In use the two stages 
are driven with 2 A and 1 A, respectively, dissipating a 
total power of 4 W. 
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FIG. 5. The two-stage oven. Applying current to the reser- 
voir and reflector projects calcium flux onto the trap without 
risking oxide dust or fragments falling to the trap below. 



top-level 
gnd - 

backside 

loading --.^^-i — i — r 
slot 



400 1200 800 1600 
I ' 1 ' 1 ' 1— 



1 |Lim 




DC segmented split center DC rotation 
electrodes electrode electrodes 



FIG. 6. The GTRI "Gen 11" surface electrode trap (figure 
from reference [26]). 



III. SYSTEM CHARACTERIZATION 

A. Trap specifics 

To date we have trapped ions in four different surface- 
electrode traps. Data prese nted here were collected using 
a GTRI "Gen IF trap'^^"^^' (Fig.[6|, originally fabricated 
under Phase II of the Scalable Microfabricated Ion Trap 
(SMIT II) program. This aluminum-on-Si02 trap fea- 
tures a small loading slot, 60 jam ion height, and forty- 
four DC electrodes that allow for the fine tuning of con- 
trol potentials. The trap is epoxied (EPO-TEK H21D) to 
an alumina spacer mounted on a CPGA carrier. Electri- 
cal connections to each electrode are made by two 25 jam 
diameter 99% Al / 1% Si wirebonds; these wirebonds are 
also the primary thermal anchoring for the trap. 



B. Cooldown and Trap Temperature 

To cool the cryostat, we begin by pumping on the sys- 
tem with a turbopump while gently heating the charcoal 
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FIG. 7. Thermal performance as a function of RF drive volt- 
age. Trap temperatures are measured on the top ground plane 
at the periphery of the trap chip; thermal modeling suggests 
that the RF electrodes are 10-20 K higher in temperature. 



getters (~ 320 K) to empty them of adsorbed water va- 
por. Pumping overnight brings the chamber pressure to 
approximately 5 x 10~^ mbar. Energizing the cryocooler 
then rapidly cools the interior of the cryostat; the ion 
trap temperature drops below 10 K within five hours, 
with temperatures fully equilibrating (Ttrap = 5.5 K) in 
approximately twelve hours. Once cold, cryopumping re- 
duces the chamber pressure outside of the copper radia- 
tion shield to approximately 5 x 10~^ mbar, with lower 
pressures inside the differentially pumped volume within. 

During normal operation, the RF electrodes on the 
trap are driven at ~ 50 MHz to create a trapping pseu- 
dopotential. Based on the increase in temperature of 
the cryocooler's second stage, we estimate that a typical 
RF drive of 70 Vrms dissipates approximately 100 mW 
among the resonator, PCB, CPGA carrier, and trap. 
Thermometry mounted on the top ground plane of a di- 
agnostic trap indicated that application of this RF drive 
warmed the trap by approximately 6 K (Fig. [t]), domi- 
nated by a thermal gradient between the CPGA carrier 
and the low-vibration cold-plate.^ Energizing the oven 
warms the trap by an additional ~ 1 K due primarily 
to blackbody radiation. No thermometry is mounted on 
the trap during normal operation. However, tempera- 
tures are monitored at the PCB, spacer block, 4 K and 
50 K getters, and the cryocooler's first and second stages. 



C. Vacuum and Trapping Lifetime 

Despite the poor vacuum in the room temperature re- 
gion outside of the copper radiation shield, the vacuum 
around the ion trap is excellent. The 50 K wall tem- 
perature of the radiation shield suppresses line-of-sight 
outgassing toward the ion trap, so the gas load is dom- 
inated by flow from the 300 K exterior of the cryostat 
through small gaps in the shield. Fortunately, all gases 
with non-negligible vapor pressures at 50 K have binding 



6 



lOnt fffffffffftfftt 



0.8- 



_0 

I 0.6^ 



0.4^ 



0.2- 



f f 



10 



2 3 4 5 6 789 

100 



2 3 4 5 6 7 8 



1000 



time in darl< (s) 



FIG. 8. Single ion lifetime in the absence of Doppler cooling 
in a harmonic {ujz = 1 MHz) well with calculated trap depth 
32 meV. 



energies on charcoal exceeding 100 K,^^ and are effec- 
tively adsorption pumped onto the cryocooler's second 
stage and the 4 K charcoal getter. 

To measure the quality of the vacuum, we trap sin- 
gle ^^Ca+ ions and measure their lifetime in the trap. 
Calcium trapping is reviewed elsewhere, with partic- 
ulars of our optics and electronics similar to Ref. [26]. 
Briefly, neutral calcium flux from the resistively heated 
oven is photoionized, and ions are then laser cooled on 
the transition at 397 nm; a second laser at 

866 nm repumps the ion from a metastable ^03/2 state. 
Doppler-cooled ions survive in the trap for many hours, 
so we instead measure the lifetime of the ion in the ab- 
sence of cooling light. After cooling the ion, we block 
the 397 nm laser for successively longer intervals, check- 
ing for ion survival after each interval with a fluorescence 
measurement. The trap is reloaded each time an ion is 
lost, and after a pause to ensure that the oven has cooled 
and the system returned to its steady-state conditions, 
the experiment is repeated many times to obtain am- 
ple statistics. We find a lifetime of approximately 550 s 
(Fig. [8| for a well-depth of 32 meV, significantly longer 
than the 45 second lifetime measured in a room temper- 
ature experiment at 10~^^ mbar.l^ 



D. Vibration 

One major drawback to closed-cycle cryocoolers is the 
vibration induced by the motion of helium gas through 
the cold- head during the pulse cycle. For ion trapping 
this motion leads to blurring of ion fluorescence images 
as well as phase noise on qubit rotations. In our system 
these vibrations are reduced due to the mechanical decou- 
pling of the low- vibration stage. However, some vibration 
remains due to minute deformations of the cold-head's SS 
top flange which are transmitted down the G-10 support 
rods of the low-vibration assembly to the isolated cold- 
plate.^ We quantify this residual vibration by focusing 
a laser beam past a razor blade mounted on the low vi- 
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FIG. 9. Motion of the low- vibration stage, (a, b) Cryostat 
vibration in the plane of the ion trap as measured using a ra- 
zor blade, with directions matching the trap axes indicated in 
Fig.[6] (b) shows the shaded region from (a). High frequency 
noise is due to detection electronics, and motion is negligible 
along z. (c) Ion motion mapped by triggered CCD fluores- 
cence images. Each point is separated in time by 50 ms. The 
circled cluster of points approximately matches the shaded 
region in (a), (d, e) Fluorescence images of the ion averaged 
over one cycle of the cryocooler vibration or triggered dur- 
ing the low-motion window, respectively. The "comet tail" 
extending down and to the right is due to optical aberration 
rather than vibrations. 



bration stage and measuring the time variation of the 
transmitted laser power. With an appropriate focus and 
a suitable mapping of the detector signal to beam po- 
sition, sub-micron measurement of the blade position is 
possible (Fig. |9^,b). 

We also measure the position of the ion directly as a 
function of the motional cycle of the cryocooler by imag- 
ing ion fluorescence onto a CCD camera. Using a full- 
bridge strain gauge sensor we generate a TTL trigger sig- 
nal with which we can reference illumination of the ion to 
the motional cycle. The sensor is mounted to a cantilever 
which bends due to motion of the flex line between the 
cold-head and remote motor. We map out the ion mo- 
tion by fltting a Gaussian to the CCD image to extract 
the ion's position (Fig. |9]3). These data agree with the 
razor blade measurements; both methods indicate a total 
motion of approximately 4.5 /im peak-to-peak parallel to 
the trap surface. Measurements with the razor blade in- 
dicate motion of <1 jam peak-to-peak perpendicular to 
the trap plane. However, by triggering experimental data 
acquisition to coincide with a low-motion window of the 
cryostat 's motional cycle, we can greatly reduce the ef- 
fective vibration to <1 /am (Fig. [9]i,e). This value repre- 
sents a signiflcant improvement over the 12 /am peak-to- 
peak motion of the PT407 without vibration isolatioi]^ 
or the ~15 /im peak-to-peak motion of a large, unstabi- 
lized bath cryostat.^ However, it is signiflcantly larger 
than the <104 nm motion reported for a closed cycle sys- 
tem using a helium-gas heat exchanger .^^^ Further vibra- 
tion reduction is possible if the isolated cold-plate were 
anchored to the stiff aluminum mounting plate instead of 
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the room temperature flange of the cryostat. 



E. Measurement and Compensation of Stray Electric 
Fields 

Despite careful surface-electrode trap fabrication, 
trapped ions often experience forces due to stray elec- 
tric flelds originating from charging and contamination 
of the trap and surrounding environment. These flelds 
can cause excess micromotion, reducing Doppler cool- 
ing efliciency and possibly increasing ion heating rates!^ 
It is thus important that these flelds be characterized 
and controlled; following measurement, stray flelds can 
be cancelled through application of suitable potentials to 
the trap electrodes. 

Stray electric flelds along z are easily measured by 
monitoring the ion position while rescaling the ax- 
ial harmonic well strength, and micromotion along x 
may be minim ized by observing resolved micromotion 
sidebands .'^^^ However, in surface-electrode traps it is 
more challenging to minimize micromotion along y. This 
requires that there be overlap between the probe laser's 
propagation direction and the ?/-axis. This leads to unac- 
ceptable levels of light scatter and charging of dielectrics 
by the blue fluorescence lasers generally used. Two prin- 
ciple alternatives have been developed for measuring y 
micromotion, including orienting the infrared repumping 
lasers along this direction'^ and parametrically exciting 
the ion.^^ Here we use a third alternative: monitor- 
ing micromotion sidebands on the 8^12 ^5/2 elec- 
tric quadrupole transition at 7 29 nm , for which surface 
charging effects are neglig 

ible.™i A 729 nm laser is 
aligned onto the ion by projecting it backwards down 
the fluorescence collection optics via a dichroic mirror 
(Semrock FF670-SDi01-25x36). As this aligns the beam 
along ^, micromotion in this direction may be easily 
minimized by monitoring flrst- and second-order micro- 
motion sidebands and adjusting applied compensation 
flelds (Fig. [To]). 
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FIG. 10. Compensation of stray electric fields, (a) Micro- 
motion sidebands may be probed perpendicular to the trap 
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729 nm. (b) Stray electric fields are compensated when both 
the first- and second-order sidebands are simultaneously min- 
imized, (c) Measured stray electric fields in three dimensions. 
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FIG. 11. Ion heating. Fitted heating rates are 41(3), 24(3), 
and 110(3) quanta/sec for the axial, lower radial, and upper 
radial secular modes, respectively. 



trap measured at room temperature.'^ 



F. Ion Heating 



IV. CONCLUSION 



Along with improved vacuum, reduced ion heating 
rates are the dominant motivation for cryogenic ion trap- 
ping systems. We measure the heating of a single trapped 
ion from the ground state for all three secular modes 



1.38 MHz, ijjr^ = 4.64 MHz, 



5.46 MHz, find- 



ing rates of 41(3), 24(3), and 110(3) quanta/sec, respec- 
tively (Fig. 11). As similar measurements^^ elsewhere 
indicate that heating rates scale as 1/cj^, it seems likely 
that the RF trap drive is inadequately filtered by the he- 
lical resonator. This would predominantly increase heat- 
ing of the radial modes, thus we take the axial heating 
rate as an upper bound on the trap's spectral noise den- 
sity, S{E) < 3.8(3) X 10-^^ VVm^ Hz, a reduction of 
approximately an order of magnitude over an identical 



We have developed a modular cryostat for use with 
surface electrode traps. A commercial cryocooler with 
a mechanically isolated auxilliary mounting stage pro- 
vides large cooling power, low base temperatures, and 
motion of less than 5 (1) /im at full (35%) duty cycle. 
The system uses an 0-ring sealed vacuum enclosure with 
a single vacuum space and only one thermal shield, and 
does not require special accomodations to heat sink the 
ion trap. As such, the system is amenable to the use 
of standard room temperature ion trap technologies, in- 
cluding resistive oven sources and UHV compatible trap 
packaging, allowing traps to be used interchangably be- 
tween low-temperature and room temperature systems. 
Despite these simplifications over previous cryogenic ion 
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trapping systems, ion lifetimes and heating rates are both 
improved by more than an order of magnitude as com- 
pared to an identical trap at room temperature. 

Simple cryogenic ion trapping systems such as this 
are well suited to future experiments requiring low ion 
heating rates or exceptional vacuum. For example, sup- 
pression of motional heating, a leading cause of decoher- 
ence for m otional coupling of ions in adjacent potential 
wells,[SMIcould assist in the generation of entangled pairs 
of ions for use in a large quantum computer. Similarly, 
avoiding ion-chain reordering induced by background gas 
collisions is essential for schemes involving co-trapping 
of cooling and computational ions.^^ In addition, the 
low temperature environment helps to bridge the gap be- 
tween different quantum technologies such as trapped ion 
and superconducting qubits, and may further facilitate 
the construction of hybrid quantum systems by enabling 
the use of materials otherwise incompatible with UHV 
conditions. 
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